PROCEDURES FOR WIRING NIST SMOKE CHAMBER
TO COMPUTER CONNECTIONS
Model No. 4-5804

THE FOUR CHANNELS ARE:

1) PHOTOMETER mV

Run a coaxial patch cord from the photometer recorder
output jack to the Analog Devices board (module addressed
01).

2) Back Wall Temperature

Install a separate J Type thermocouple to the back
wall. Run wires through the conduit on the back of the
chamber. Connect wires to Analog Devices board (module
addressed 02).

3) Radiometer, Heat Flux Gage, Calorimeter mV

Connect a coaxial cable from the Radiometer / Heat
Flux Gage / Calorimeter mV jack inside the chamber control
box to the Analog Devices board (module addressed 03).

4) Radiometer Temperature

Run J Type thermocouple wires through the conduit on
the back of the chamber. Leave thermocouple in chamber
with enough slack to move it around inside chamber.
Connect wires to Analog Devices board (module addressed
04).

For more information, see wiring diagram 4-5804WD98.
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